[Evaluation of a latex test for determining the fibrinogen/fibrin D-dimer (XDP)].
In this study an agglutination assay, by a monoclonal antibody coated latex particles, has been used for measuring specifically D-dimer fibrinogen/fibrin concentrations in twenty patients with various thrombotic diseases; the authors have analyzed the test reliability and the possible interferences caused by conditions of specimens collection and preparation.